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Numerical model reduction for the prediction of
interface pressure applied by compression bandages
on the lower leg
Fanette Chassagne*, Je´roˆme Molimard, Reynald Convert, Pascal Giraux, Pierre Badel,
Abstract—Objective: To develop a new method for the pre-
diction of interface pressure applied by medical compression
bandages. Methods: A finite element simulation of bandage ap-
plication was designed, based on patient-specific leg geometries.
For personalized interface pressure prediction, a model reduction
approach was proposed, which included the parametrization of
the leg geometry. Pressure values computed with this reduced
model were then confronted to experimental pressure values.
Results: The most influencing parameters were found to be the
bandage tension, the skin-to-bandage friction coefficient and the
leg morphology. Thanks to the model reduction approach, it was
possible to compute interface pressure as a linear combination
of these parameters. The pressures computed with this reduced
model were in agreement with experimental pressure values
measured on 66 patients’ legs. Conclusion: This methodology
helps to predict patient-specific interface pressure applied by
compression bandages within a few minutes whereas it would
take a few days for the numerical simulation. The results of this
method show less bias than Laplace’s Law, which is for now the
only other method for interface pressure computation.
Index Terms—Finite element simulation; model reduction;
compression bandages; interface pressure
I. INTRODUCTION
Compression bandages consist in stretched fabrics wrapped
around the lower limb. This therapy, whose efficacy is
admitted [1], is usually used in the treatment of venous
or lymphatic pathologies. The stretched fabric applies a
pressure onto the skin, called interface pressure, which is
then transmitted to the vessels through soft tissues (mainly
adipose and muscle tissues) [2]. The target interface pressure,
which is a key aspect of the treatment [3], may vary with
the pathology to be treated. Indeed, the pressure required
for severe pathologies such as venous leg ulcers may be over
40 mmHg [4] whereas other pathologies would require lower
interface pressures [5]. More than the success of the treatment,
this target pressure can also impact the treatment observance
[6], hence an important need to control it. Interface pressure
generated by compression bandages results from complex
phenomena [7] [8] which remain poorly understood [9]. On
the one hand, this pressure is impacted by the fabric material:
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its mechanical properties (stiffness characterizing the tension
needed to stretch the bandage), its stretch once applied on
the leg, the application technique (spiral pattern, figure-of-
eight, ...) and the interaction between the bandage layers
(i.e. the frictional properties of the fabric) [10]. On the other
hand, the pressure varies with the lower leg morphology and
its mechanical properties, both dependent on body position.
Eventually, Also once applied on the leg, the bandage interacts
with the skin through friction phenomena. Finally, interface
pressure tends to vary over time because of the viscoelastic
behavior of both bandage fabric materials [11] and leg soft
tissues [12].
Among the large diversity of commercially available bandages
[3], practitioners have to select the one best suited to the
patient’s morphology and pathology. However, for now, the
only method to compute interface pressure is Laplace’s law,
which states that interface pressure P is directly proportional
to the bandage tension T [N/mm] and the number of layers n
but inversely proportional to the local radius of curvature rC :
P =
n T
rC
, T > 0 , rC > 0 (1)
Though it was adapted to compression bandage therapy
[13] [14], the relevance of the use of this law was called into
question [15]. First, the measure of interface pressure applied
on 30 healthy subjects’ legs by two bandages with similar
fabric structure but different tension showed that pressure
was not directly proportional to bandage tension T [16].
Moreover, the use of this Law often considers a cylindrical
approximation of the leg geometry (considering only the leg
circumference) and an homogeneous bandage tension [17].
Eventually, this law does not take into account all parameters
impacting interface pressure, like soft tissue deformation
induced by bandage application for instance [18].
Another mean to predict interface pressure is finite element
simulation. This method was shown to be efficient for the
computation of pressure applied by compression stockings,
with 2D [19] or 3D models [20], but was rarely implemented
to compute pressure applied by compression bandages [18].
Therefore, a new method for fast interface pressure com-
putation, based on a finite element modelling, is proposed
in this study. A 3D simulation of bandage application,
based on a personalized leg geometry, was designed. Then a
model reduction technique was developed, including a novel
global geometrical description of the lower leg, to predict
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personalized pressure values, which were then confronted to
experimental pressure values.
II. MATERIALS
A. Leg geometries
Two sets of leg geometries were required for this study: a
first one for the geometrical parametrization of the leg and a
second one for the validation of the reduced model.
The first set of leg geometries was composed of the external
geometries of the right leg of 35 subjects (20 women - 15 men;
mean age: 43 [25 -58]; mean BMI: 24.1 [18.3 - 33.5]) which
took part in two previous studies [16] [18]. These geometries
were acquired thanks to a 3D optical scanner (Artectm MHT
3D scanner, Artectm Group), in standing position. The ac-
quisition method was described in previous articles [16] [18].
These 35 geometries were then used for the parametrization
of the leg geometry, detailed in the Methods section (III-A).
The second set of geometries was obtained from a more recent
study [21], in which both legs of 25 patients (15 women - 10
men; mean age: 48 [19 -72]; BMI: 25.6 [19.0 - 37.8]) were
scanned in sitting and standing position, following a similar
protocol. Among these scans, 38 represented the complete
lower leg and thus were suitable for the validation of the
reduced model detailed in the Methods section (III-D).
B. Interface pressure measurements
In addition to leg shape measurements, interface pressures
applied by different bandages were measured in the three
previously cited studies [16] [18] [21].
First, two different elastic bandages (Biflex R© 16 and Biflex R©
17, Thuasne) were applied on the leg of the 35 subjects, whose
leg geometries were used for the parametrization.
For the most recent study [21], only the pressure applied on
the patients’ leg by the Biflex R© 16 (Thuasne) was considered
for the validation of the reduced model.
For both groups, pressure values were measured at mea-
surement point B1 (where the Achille’s tendon turns into
the gastroscnemius muscles [22]) thanks to pressure sensor
Picopress R© (Microlab, Padua, Italia). The measurement pro-
tocol was described in previous articles [16] [18] [21]. These
measurements were then compared with the results given by
the reduced model in the Results section (IV-B).
III. METHODS
A. Geometrical parametrization of the lower leg
To compute interface pressure with Laplace’s law, the leg is
geometrically described by its local radius of curvature. For
subsequent model reduction, another parametrization of the
global leg geometry was needed in the present study. This
parametrization should require as few parameters as possible
for the leg description within an acceptable reconstruction
error. This objective was reached thanks to the Proper
Orthogonal Decomposition (POD) of the 35 leg geometries
previously described in the Materials section (II-A).
These geometries were obtained from the 3D optical scans of
the right leg (in standing position) of 35 subjects (20 women -
15 men) from previous studies . They These geometries were
all set in the same reference frame, then normalized to their
lengths and divided into 100 sections (in the transverse plane).
Each section was then approximated with Fourier polynomials:
r(θ, z) = r0 +
n∑
m=1
am ∗ cos(mθ) +
n∑
m=1
bm ∗ sin(mθ) (2)
with n = 5 the degree of the polynomials and r(θ, z) the
radius for a given angle θ and a given height z (cylindrical
coordinates system). For n = 5, each section was described
with 11 Fourier polynomials coefficients and the coordinates
of the centre (x0, y0), so 13 parameters. Thereby, each leg
geometry {U i}i=1..N , previously normalized to its length,
was described with 1300 parameters (100 sections described
by 13 parameters). The same methodology as described by
Gogu et al. [23] was followed to build the POD basis. All
computations were implemented with Matlab R© (Mathworks,
Natick, MA, USA). The N = 35 leg geometries could then
be approximated as a linear combination of the vectors of the
orthogonal basis:
U˜ i =
K∑
k=1
αi,k φk =
K∑
k=1
< U i, φk > φk, K ≤ N (3)
with U˜ i the approximated leg geometry, φk the vectors of the
orthogonal POD basis, K the size of the basis and N the
number of leg geometries U i. For each section of the N = 35
leg geometries, an evaluation of the reconstruction error was
given by the distance between a point on the approximated
section and one on the actual section for a given angle θ
(i.e. r(θ, z) − r˜(θ, z) with r(θ, z) the actual radius and
r˜(θ, z) the approximated radius). The median reconstruction
error (‖U i − U˜ i‖) with regards to the basis dimension K is
presented in Figure 1. With the first 4 POD vectors, 95% of
the reconstruction errors of all measuring points of the 35 legs
were found to be smaller than 2 mm (Figure 1 - A).
B. Numerical Simulation
A finite element simulation of bandage application was
designed with Abaqus R©. This simulation was based on a 3D
lower leg geometry on which a 10-cm wide stretched bandage
was wrapped in a spiral pattern. The output of the simulation
was the interface pressure measured over a 50 mm diameter
disk located at measurement point B1 on the medial side of
the leg (corresponding the Picopress R© sensor area (Microlab,
Padua, Italia), used in the experimental measurements [16]
[21]) (Figure 5 - A).
Leg geometry and mechanical properties
The external leg geometry was given thanks to reconstructed
from the geometrical parametrization previously described and
was then converted to a 3D volume. The geometry of bone
holes (tibia and fibula) was obtained from anatomical slices of
the ’Visible Human Server’ (Computer Science Department,
Peripheral Systems Lab., Ecole Polytechnique Fe´de´rale de
Lausanne), then scaled to the 3D leg geometry and implanted
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Figure 1: Median absolute error between the initial and the
approximated leg geometry, as a function of the dimension
of the orthogonal POD basis K (A) and illustration of the
reconstruction error with regards to the size of the basis K
(B)
in the leg volume with the software Solidworks R©. A prelimi-
nary study showed that considering one large hole surrounding
the two bones (red dotted line in Figure 2 - B) had negligible
impact on interface pressure. Thus, as a simplification, the
envelope of the two bones geometries was considered for the
modelused, whose. The edge of this envelop was pinned to
mimic a non-deformable material. After a mesh convergence
study, the leg volume was meshed in Abaqus R© with 4-node
linear tetrahedron hybrid elements (about 450,000 elements
depending on the leg geometry).
Leg soft tissues were modelled with one single homogeneous
material whose behaviour was described by a Neo-Hookean
constitutive law:
U = c10 (I¯1 − 3) + κ
2
(Jel − 1)2 (4)
with I¯1 the first invariant of the isochoric deformation, Jel
X
Y
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Figure 2: Design of the 3D model: first the leg external
geometry is given by the geometrical parametrization (A) and
converted to a 3D volume in which bones are implanted (B);
eventually, a flat bandage is added to the model (C)
the elastic volume ratio, c10 the shear modulus and κ the
bulk modulus, whose value was taken from the literature
(κ = 14.3 MPa [24]).
Bandage geometry and mechanical properties
Compression bandage was modelled as a 10-cm wide
shell geometry, whose length was adapted to the leg length
(Figure 2 - C). It was meshed with 4-node shell elements
with reduced integration (about 40,000 elements, depending
on the leg geometry).
Compression bandages material was described as an
orthotropic linear elastic material. All material parameters
were linked by the following equations:

11
22
γ12
 =

1
K1
−ν12K1 0
1
K2
−ν12K2 0
0 0 1G


N11
N22
N12
 (5)

M11
M22
M12
 =

F1 0˜ 0
0˜ F2 0
0 0 τ12


κ11
κ22
κ12
 (6)
with 11 and 22 the strains in the in-plane longitudinal and
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Figure 3: Illustration of two secant elastic moduli from two
tension-stretch curves
transverse directions (i.e. the warp and weft directions),
N11 and N22 the section forces in the in-plane longitudinal
and transverse directions, γ12 and N12 the in-plane shear
strain and section force, K1 and K2 the elastic moduli in the
in-plane directions, ν12 the Poisson’s ratio and G the shear
modulus, M11, M22 and M12 the section moments and κ11,
κ22 and κ12 the bending strains.
The material parameter of interest in the study was the
elastic modulus in the longitudinal direction K1. The other
parameters K2, ν12 , G, F1, F2 and τ12 were set to the values
measured in a previous study [18].
The elastic modulus in the longitudinal direction K1 was
given by the tension of the bandage T at a 1.3 stretch (circle
in Figure 3) (secant modulus, ensuring the correct tension
value at the prescribed 1.3 stretch).
Simulation strategy
The edge of the bones hole was pinned. The bandage was
tied to the leg close to the ankle, then stretched to a 1.3 stretch
(following manufacturer’s recommendations) and wrapped on
the leg in a 50% overlapping spiral-pattern application tech-
nique (Figure 4). The kinematics of bandage application (i.e.
wrapping the bandage around the leg) was computed with an
in-house Matlab R© code for each leg geometry. The aim of
these kinematic boundary conditions was to wrap the bandage,
in a 2-layer spiral pattern, with a stretch equal to 1.3 at the
midline of the bandage (Figure 2 - C), as the operator would
do in the experiments. The contact between the leg and the
bandage but also the contact between the different bandage
layers allowed no penetration and were modeled with the
Coulomb’s friction law. Depending on the size of the leg,
computation time varied from 1 to 3 days on 12 CPUs.
Output of the simulation
Longitudinal Strain Pressure [mmHg]
Longitudinal Strain Pressure [mmHg]
0.43
0.00
Longitudinal strain
100.00
0.00
Pressure [mmHg]
0.43
0.00
Longitudinal strain
100.00
Pressure [mmHg]
0.00
Figure 4: Illustration of the simulation - bandage application
on the leg and resulting interface pressure distribution (top:
first turn, bottom: end of simulation)
Within the aim toat later compareing the values from the
simulation with the experimental pressure values, the output
of the simulation was the mean pressure over an area cor-
responding to the sensor Picopress R© located at measurement
point B1 (Figure 5 - A). This area of interest was determined
from the curvature of the posterior part of the leg (in blue in
Figure 5). Starting from the top of the zone of interest (the
top of the leg was not taken into account), in green in Figure
5, the height of measurement point B1 was the first point with
a curvature derivative lower than  (very close to 0) (in red
in Figure 5). This methodology was used to determine the
location of measurement point B1 for all legs.
C. Numerical model reduction
From this numerical simulation, a model reduction approach
was used to assess the impact of different parameters on
interface pressure. This approach helps to model a complex
phenomenon, in this case interface pressure at measurement
point B1, depending on a large number of parameters, with a
very few repetitions of the simulation [25].
The parameters possibly impacting interface pressure were:
• the leg geometry,
• the leg soft tissue mechanical properties (c10 - (Equation
4))
• the bandage tension (T )
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Figure 5: Location of the output of the simulation on the mean
leg geometry, i.e. a 50-cm diameter area around measurement
point B1 (A); Determination of the height of measurement
point B1 from the curvature of the posterior part of the leg
(B)
• the skin-to-bandage friction coefficient (µskin−bandage)
• the bandage-to-bandage friction coefficient
(µbandage−bandage).
First, a study was performed on a mean leg geometry in order
to evaluate the impact of the four remaining parameters on
interface pressure (soft tissue mechanical properties, bandage
tension and the two friction coefficients). The mean leg ge-
ometry was obtained by setting all the geometrical parameters
to their mean value α¯k (obtained from the 35 geometries used
for the parametrization):
Umean leg =
35∑
k=1
α¯k φk (7)
The impact of the variation of the four parameters was
evaluated within the ranges given in Table I. A preliminary
Parameter Lowest
value
Highest
value
Skin-to-bandage friction
coefficient µskin−bandage
0.10 0.30
Bandage-to-bandage friction
coefficient µbandage−bandage
0.50 0.70
Bandage tension T [N/mm] 0.059 0.137
Leg soft tissue mechanical
properties c10 [kPa]
2.00 8.00
Table I: Ranges of variation for the skin-to-bandage friction
coefficient (µskin−bandage), the bandage-to-bandage friction
coefficient (µbandage−bandage), the bandage tension (T ) and
the soft tissue material parameter (c10)
Parameter Lowest
value
Highest
value
Bandage tension T [N/mm] 0.059 0.137
Lower leg length L [mm] 184.86 290.43
1st geometrical parameter α1 −0.920 −0.503
2nd geometrical parameter α2 −0.109 0.119
3rd geometrical parameter α3 −0.092 0.068
4th geometrical parameter α4 −0.081 0.095
Table II: Ranges of variation for the skin-to-bandage friction
coefficient (µskin−bandage), the bandage tension (T ), the leg
length (L) and the four geometrical parameters (α1..4)
numerical study was performed to evaluate the variation of
interface pressure induced by a variation of skin-to-bandage
friction coefficient within the range found in the literature [26]
[27]. The lowest value was obtained from the literature (0.10)
and the maximum one corresponded to complete adhesion
(0.3) (higher values would not lead to lower sliding).
A similar methodology was followed for the range of
variation of leg soft tissue mechanical properties, going from
2 to 8 kPa (higher values led to no difference in interface
pressure). Minimum and maximum bandage tensions were
chosen with regards to the tension of bandages Biflex R© 16
and Biflex R© 17 (Figure 3) and the experimental stretches
measured in a previous study [16]. The bandage-to-bandage
friction coefficient range of variation was given by previous
experimental measurements [28].
The evaluation of the impact of these four parameters, in the
ranges of variation summarized in Table I, showed that two
parameters, skin-to-bandage friction coefficient and bandage
tension, were responsible for more than 93% of interface
pressure variation. Consequently, the bandage-to-bandage
friction coefficient and the leg soft tissues material parameter
were removed from the problem definition and set to their
mean values: µbandage−bandage = 0.6 and c10 = 5 kPa.
The second step consisted in the evaluation of the impact
of skin-to-bandage friction coefficient, bandage tension and
leg geometry on interface pressure. The leg geometry was
given with 4 geometrical parameters (Equation 3) and the
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leg length L. The ranges of variation of the morphological
parameters, presented in Table II, were obtained from the 35
leg geometries.
From the ranges of variation defined in Table II, the parameters
were coded between -1 and 1:
X∗ = 2 ∗ X −Xmin
Xmax −Xmin − 1 (8)
with X∗ the value of X in the coded space, Xmin and Xmax
the minimum and maximum value of the parameter X .
A fractional factorial design was built [25] to select the
different combinations of the 7 parameters of interest. Each
combination was used to run one simulation and eventually
compute the response surface of the model. Here, 9 simula-
tions were run for this model reduction.
From the output of these 9 simulations, i.e. the interface
pressure at measurement point B1 on the medial side of the
leg, it was possible to compute this interface pressure Pˆ at
measurement point B1 as a linear combination of skin-to-
bandage friction coefficient µ∗bandage−bandage, bandage ten-
sion T ∗, leg length L∗ and 4 geometrical parameters α∗1..4:
Pˆ = P¯ + βµ µ
∗
bandage−bandage + βT T
∗ + βL L∗
+β1 α
∗
1 + β2 α
∗
2 + β3 α
∗
3 + β4 α
∗
4
(9)
with all parameters coded between -1 and 1 (Equation 8).
The coefficients β were obtained from the model reduction
approach.
D. Comparison between numerical pressure, pressure com-
puted with Laplace’s law and experimental pressure values
Experimental pressure measurements applied by two
bandages (Biflex R© 16 and Biflex R© 17) were previously
performed on the legs of 35 subjects, whose geometry was
used for the geometrical parametrization [16] [18]. Other
pressure measurements applied by the Biflex R© 16 were
performed on both legs of 25 patients [21],whose leg geometry
was obtained with a 3D optical scanner (Artectm MHT 3D
scanner, Artectm Group) in sitting and standing positions.
As it was previously detailed in the Materials section (II),
interface pressure measurements were performed on the legs
of 35 healthy subjects and 25 patients. These measurements
were coupled with leg shape measurements. Among the
3D scans of the 25 patients’ legs in sitting and standing
position, 38 represented the complete lower leg and thus were
suitable for this study. Once normalized to their length, these
38 leg geometries were decomposed in the orthogonal basis
{φk}k=1..4 obtained from the geometrical parametrization.
From the 38 sets of geometrical parameters seven were found
to be out of the range of variation studied in the model
reduction and were discarded.
Eventually, 66 leg geometries and 101 experimental pressure
values (two bandages for 35 healthy subjects’ legs and one
bandage for 31 patients’ legs) were kept for the comparison.
The pressure applied at measurement point B1 was computed
thanks to the linear combination given by the reduced model
(Equation 9). As no measurements were performed for the
skin-to-bandage friction, this parameter was set to its mean
value. In addition, interface pressure applied on the 66 leg
Parameter (coded between -1
and 1)
Coefficient Value
Mean pressure P¯ 32.73
Skin-to-bandage friction
coefficient µ∗bandage−bandage
βµ 2.70
Bandage tension T ∗ βT 11.54
Lower leg length L∗ βL 2.85
1st geometrical parameter α∗1 β1 4.54
2nd geometrical parameter α∗2 β2 3.92
3rd geometrical parameter α∗3 β3 −1.74
4th geometrical parameter α∗4 β4 −0.51
Table III: Coefficients of the linear model β obtained from the
model reduction approach (Equation 9)
geometries was computed thanks to Laplace’s Law (Equation
1), following the same methodology described in a previous
study [18].
For both computations, bandage tension was computed from
the experimental stretch measurements:
Tension = (stretch− 1) ∗ bandage elastic modulus (K1)
(10)
Interface pressure values computed with these two methods,
reduced model and Laplace’s Law, were confronted to exper-
imental values. Note that a previous work showed that the
presence of the pressure sensor induced little measurement
error, which was previously evaluated thanks to a numerical
approach providing a methodology to correct this error [18].
The same methodology was implemented here for the correc-
tion of experimental pressure values.
IV. RESULTS
A new simulation of bandage application was built, within
the aim to wrap the bandage around the leg with a 1.3 stretch.
The mean stretch measured at the midline of the bandage
(Figure 2 - C) was equal to 1.282 ± 0.001, but this stretch
was very variable over the bandage width: 1.411 ± 0.004 at
the top edge of the bandage and 1.139 ± 0.002 at its bottom
edge.
A. Model reduction
Thanks to the model reduction approach it was possible to
compute interface pressure applied at measurement point B1
as a linear combination of seven parameters (Equation 8). The
coefficients β of the linear combination are reported in Table
III.
The overall significance of the linear model obtained from the
model reduction was tested with the Fischer test (p = 0.02).
Moreover, in light of the very high coefficient of determination
R2 = 0.99, it can be considered that this seven parameter
reduced model gave a relevant description of the variation of
interface pressure.
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Figure 6: Pressure computed from the model reduction and
Laplace’s law as a function of the experimental pressure values
B. Comparison of the data computed with the numerical
model reduction, Laplace’s law and the experimental data
Pressure was computed from two equations, the reduced
model (Equation 9 and Table III) and Laplace’s law (Equation
1), for 66 legs, as a function of the experimentally measured
bandage stretch. For 35 of them, pressure values applied by
two different bandages (Biflex R© 16 and Biflex R© 17) were
measured at measurement point B1 [16], whereas for the
31 remaining legs, only the pressure applied by the Biflex R©
16 was measured [21]. 101 pressure values, computed from
the model reduction equation (Equation 9 and Table III) and
Laplace’s law (Equation 1), are plotted as a function of the
experimental pressure values in Figure 6.
Though the data from the model reduction were scattered,
they were in agreement with the experimental data (slope =
1.04), with a mean error equal to 9.7 ± 5.0%. For Laplace’s
Law, the slope was further to 1 (slope = 0.87) and the mean
error was equal to −11.6 ± 4.0%. Data from the model
reduction were more scattered than the one given by Laplace’s
law because this model took into account more experimental
parameters (seven) than Laplace’s Law (two).
V. DISCUSSION
A new method, based on the reduction of a numerical
simulation, was designed to compute interface pressure
applied by compression bandages at measurement point B1.
This method was based on a deformable 3D leg geometry
described by 4 geometrical parameters and its length. Other
influencing parameters were the bandage tension and the
skin-to-bandage friction coefficient. The results obtained
from this methodology were in agreement with previous
experimental pressure measurements.
The simulation of bandage application was designed to
apply the bandage in a spiral pattern with a 1.3 stretch.
Longitudinal 
strain
Skin-to-bandage 
friction coefficient = 0.10
Skin-to-bandage 
friction coefficient = 0.135
Skin-to-bandage 
friction coefficient = 0.15
0.40
-0.10
Figure 7: Illustration of the influence of the skin-to-bandage
friction coefficient on a very conical leg geometry
The stretch of the numerically applied bandage was found
to be slightly lower (1.28). This could be explained by the
little compression of the leg soft tissues induced by bandage
application and the cross-section becoming rounder. Even
though the stretch at the midline was close to the targeted
value, it was found to be heterogeneous over the leg (Figure 4
and Figure 7). This stretch heterogeneity was the consequence
of the ”conical” shape of the leg (stretch is higher in the
upper half of the bandage layer and lower in the lower half).
Usually, leg geometry is locally described by its radius of
curvature. This new global geometrical parametrization, based
on 35 right leg geometries, resulted in very low reconstruction
error with only 5 parameters (4 geometrical parameters and
the leg length) and was suitable to geometrically describe
other leg geometries (31 among the 38 available leg
geometries). The model reduction approach showed that
the last parameters α4 had lower effect than the three other
geometrical parameters α1..3 (about 2% of the mean pressure)
(Table III).
The impact of several parameters on interface pressure
was evaluated thanks to this model reduction approach.
First it was observed that the mechanical properties of
soft tissues had not much influence on interface pressure,
even though it was shown in a previous numerical study
[18] that the deformability of the soft tissue was to be
considered to understand pressure generation. Nonetheless, it
was previously shown that soft tissue mechanical properties
influence the transmission of interface pressure to the vessels
[19].
The second parameter with very low impact on interface
pressure was bandage-to-bandage friction. The values of this
friction coefficient, provided by experimental measurements
[28], was very high (from 0.5 to 0.7) and did not result in
any sliding motion between the different layers, hence its
very low impact on pressure. However, bandage layers are in
interactions with each other, but also with the skin.
Skin-to-bandage friction coefficient was found to be
more influencing than bandage-to-bandage friction in the
preliminary study on the mean leg geometry. The values
were much lower than for the other frictional parameter.
Thus, for the lowest value (0.10) the bandage tended to slide
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down over the leg (Figure 7), whereas for the highest value
(0.3), the bandage did not. While sliding down, the stretch
of the bandage decreased and so did interface pressure.
Nonetheless, as expected considering Coulomb’s friction law,
it was observed that the impact of skin-to-bandage friction
coefficient was influenced by the leg morphology and more
especially by the slope of the leg shape. This is the reason
why a friction coefficient equal to 0.1 did not lead to much
sliding for some leg geometries and led to complete sliding
of the bandage for others (Figure 7). This value was in the
lowest range of skin-to-textile friction coefficient reported in
the literature.
The last parameter impacting interface pressure was, as
expected, the tension, which in the study was a function
of the bandage elastic modulus and the stretch (Equation
10). However, note that the reduced model is slightly more
sensitive to the stretch than reality because the secant elastic
modulus is higher than the tangent modulus (Figure 3).
In a second time, the pressure was computed for 66 legs and
compared to experimental results. Though predicted pressure
values were in agreement with experimental measured values,
they sometimes showed large discrepancies. Four possible
sources of error were identified.
First, due to the non-cylindrical shape of the leg, wrapping
the bandage in a spiral pattern resulted in high pressure
areas (in red in Figure 4) induced by the overlapping of the
bandage which is not perfectly equal to 2 layers all over
the leg (being, sometimes, very locally one or three layers).
Whether the sensor is located under such an overlapping
zone or not will change the interface pressure. The source
of variability was evaluated using the FE model, by moving
the center of the area of interest on a 1 cm radius circle
around its initial position and led to a mean absolute pressure
variation of 1.27± 0.38 mmHg.
The second source of error is the location of the sensor. In
the simulation, it was determined from the curvature of the
posterior part of the leg (Figure 5). However, experimentally,
it is likely that this location slightly differs from the one
numerically determined, which may lead to a small pressure
variation, of the same order as that evaluated right above.
Also, as it is not possible to patient-specifically characterize
the skin-to-bandage friction coefficient, this parameter was
set to its mean value. Thus all pressure values computed
from the model reduction are given with a ± 2.70 mmHg
uncertainty.
The last source of error is body position. Indeed, the
bandage is applied in supine position, but it was not possible
to scan the leg in this position. So the leg geometries
were either obtained in sitting or standing position. These
geometries were neither the one on which the bandage
was applied, nor the one corresponding to the measured
stretch. Due to gravity, muscle groups fall down and bandage
stretch may be increased and thus interface pressure may vary.
Limitations
This methodology was based on the lower leg geometrical
parametrization. However, this parametrization was obtained
from 35 legs of healthy subjects. Even though these subjects
showed a wide range of morphologies, the parametrization
should be enriched with more leg geometries, from patients
with leg oedema for instance.
For the numerical simulation, the kinematics of bandage
application was based on the non-deformed shape of the
leg and was not updated during the simulation (to take into
account bandage sliding or leg deformation for example). An
improvement of the simulation would be to update wrapping
boundary conditions during the simulation, after each bandage
turn for instance, as an operator does in reality.
The leg geometry was obtained in different body position
(sitting or standing) than the position in wich the bandage
is applied on the leg (supine position). Therefore it seems
crucial to be able to scan the leg geometry in supine position
to eliminate the uncertainty about the leg geometry.
Also, Modelling bandage material as an planar elastic material
tended to increase the influence of stretch on interface pressure
(secant elastic modulus considered (Figure 3)). Next step
would be to consider the non-linear mechanical behaviour
of fabric materials in the simulation but also to increase the
complexity of the bandage fabric model (by replacing shell
elements by solid elements for instance). Another important
parameter was the skin-to-bandage friction coefficient. This
study did not investigate the coupled effect of the leg geometry
and this frictional parameter on interface pressure. Further
mechanical studies would be needed for a better understanding
of the effect of this frictional parameter.
The output of the simulation was only the pressure value
at measurement point B1. However, the complete pressure
distribution was provided by the simulation and could be
further investigated.
Moreover, the experimental protocol may show some limi-
tations. Bandage application is subject to large variabilities,
either for the wrapping pattern (overlapping and angle) or the
bandage stretch. Even though all bandages were applied by
the same trained operator to prevent inter-operator variability,
these sources of uncertainty may also explain the discrepancies
between the experiments and the reduced model. Eventually,
it seems crucial to be able to scan the leg geometry in the
same position in which bandage is applied, to eliminate the
uncertainty about the leg geometry. Finally, even if interface
pressure was measured within a short time interval to prevent
the effect of time, this study did not investigate the viscoelastic
behaviour of both bandage materials and leg soft tissues and
their impact on interface pressure..
VI. CONCLUSION
A new method to compute interface pressure applied by
compression bandages at measurement point B1 was proposed.
This methodology was based on the parametrization of the
leg geometry and the numerical simulation of bandage
application. In addition to the leg morphology, the bandage
tension and the skin-to bandage friction coefficient impacted
interface pressure. Thanks to this approach, it is possible to
compute patient-specific pressure values in a few minutes
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when it would take a few days with numerical simulation.
The pressure values computed for 66 legs were found to be in
agreement experimental pressure values. This methodology
could later be enriched to compute pressure applied by
multi-layer bandages.
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